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Purpose/Objective: Radiation technique is a key component 
in the multimodal treatment of women with locally advanced 
breast cancer. Targets include the chest wall (CW) and very 
often axillary (AX) and supraclavicular (SL) nodal region. Due 
to uneven surfaces and varying depths achieving uniform dose 
distribution within the targets while sparing the healthy 
tissue (lungs, heart and breast) is an enormous challenge 
even for VMAT techniques. We aim to compare the different 
VMAT techniques which are routinely used in two institutions 
where the same TPS (MONACO) and accelerators (Acesse, 
Elekta Synergy), with the same equipment (Agility Multi Leaf 
Collimator) are available. 
Materials and Methods: Five patients (pt) with left sided 
cancer were selected and a CTV was drawn including CW, AX 
(I-III level) and SL to RTOG contouring atlas. PTV was added 
according to local protocol. Plans were created in two 
radiation departments on – one (RD 1) was able to use 6 MV 
and 10 MV photon while the other (RD2) only 6 MV. 
Prescribed dose was 50 Gy in 25 fractions. In RD1 VMAT was 
realized with the use of 3 arcs (TA), in RD2 VMAT technique 
uses 1 single arc (SA). Dose Volume Histograms (DVH) were 
generated to compare the plans from RD1 and RD2. For PTV, 
the parameters Dmin, Dmax, Dmean, D95% and D107% were reported. 
Various dosimetric parameters were recorded for organs at 
risk (OARs): ipsilateral and contralateral lung, heart, 
contralateral breast, spinal cord and external. 
Results: For PTV all planning objectives were largely met 
with the comparable Dmax, Dmin and Dmean. D95 were higher in 
the range of 0,49-1,74 % in the SA technique. Total MU were 
slightly lower in TA (597.96- 718.73) than in SA (655.53- 
829.89). The results for healthy tissues (heart V33, ipsilateral 
and contralateral lung V20, Dmean, Dmax and Dmean for 
contralateral breast and Dmax for spinal cord) are presented in 
Tab. 1. 
 
 
Conclusions: Both techniques of VMAT results in acceptable 
cover of PTV as well as sparing OAR. However, more 
homogenous cover of PTV in TA VMAT leads to more dose to 
contralateral lung and breast. The SA VMAT results with 
higher dose to ipsilateral lung and more MU. Clinical 
conditions have to be taken under considerations while 
choosing the SA or TA techniques. It is our first experiences 
to compare different technique used in routine practice in 
two radiation departments. A further study is needed to 
prepare a protocols for cooperative institutions.  
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Purpose/Objective: A prototype High-Dose Rate (HDR) 
Photon Needle exists, but its developers at our institute 
sought to optimize its treatment parameters, particularly for 
irradiating skin cancers. 
The purpose of this investigation was therefore to develop a 
model HDR Photon Needle equipped with PMMA corrective 
filters of different shapes to assure surface isotropy (x,y) of 
the X radiation from the X-ray source. 
Materials and Methods: The upgraded model HDR Photon 
Needle was developed using Monte Carlo code MCNP5.The 
proposed device with the corrective filters is shown in Fig. 1. 
The anode of the HDR Photon Needle lamp is placed within a 
specially-designed collimator with corrective filters. The 
design of the collimator assures full absorption of the X-ray 
from the HDR Photon Needle. The choice of appropriate 
filters should assure isotropic radiation on the circular 
surface of the diameter equal to that of the collimator (2R) 
 
Fig.1 Model of HDR Photon Needle with corrective filters 
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Results: The Monte Carlo simulations were performed for the 
HDR Photon Needle of Ua=50 kV, and Ia=20 μA, and for filters 
of paraboloid and spherical (bowl) shape made from the 
PMMA and polystyrene material. The results indicate that 
increasing filter thickness leads to a decrease in average 
dose, but improves the uniformity of dose distribution on the 
chosen surface.  
Optimal isotropy was obtained with a filter of 5mm thickness, 
with an average dose of 1 Gy/min. and standard variation 
<6%. Further improvement of the uniformity of dose 
distribution may be obtained by modification of the filter’s 
shape. The estimated, time needed to attain a deposited 
dose of 20 Gy on a circular surface that is 40 mm in 
diameter) is approximately 10 minutes, assuming that the 
HDR Photon Needle is working at full power. 
Measurements to verify results of that calculation are now 
being performed. 
Conclusions: An HDR Photon Needle with upgraded 
corrective filters may thus be regarded as a compact, low-
cost, low-energy X-ray source, which assures uniformity of 
dose distribution in treating skin cancers solution. 
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Purpose/Objective: As jaws-only (JO) IMRT does not require 
an MLC but promises the clinical benefits of intensity 
modulation, it can be an attractive option for under-
resourced centers. Previous studies have investigated various 
aspects and examples of JO-IMRT but the relative 
performances of JO- and MLC-IMRT, as PTV shapes become 
increasingly complex, have not been established yet in a 
quantitative way. As JO-IMRT has fewer degrees of freedom 
for conforming to PTVs, this work aims to investigate this 
dependence systematically using a practical shape 
complexity index (SCI).  
Materials and Methods: Direct aperture optimization was 
used for both JO- and MLC-IMRT in the Prowess Panther 
treatment planning system (version 5.2). In order to remove 
the effects of linear accelerator differences, two 6 MV beam 
models of the same Siemens Oncor machine (one JO and the 
other with 1 cm wide leaves) were commissioned in Panther. 
The same beam orientations with 9 equispaced gantry angles 
were used in all cases. First a prostate cancer patient was 
planned for JO- and MLC-IMRT using identical planning 
parameters and objectives. Then the plan comparison was 
repeated with the PTV replaced in turn by 10 shapes of 
varying complexity. After testing the accuracy of Panther’s 
volume calculations, the SCI was estimated using the formula 
S^3/(36.pi.V^2), where S and V were the surface area and 
volume of each shape, respectively. S was approximated by 
the volume of a 1 mm thick shell around each PTV. Various 
plan quality evaluation quantities were then computed. 
Results: Averaged over the 11 PTVs, conformity and 
homogeneity were only slightly worse for JO-IMRT compared 
to MLC-IMRT, their indices being 2% and 5% higher, 
respectively. However, in all cases, PTV and organ-at-risk 
doses were found to be acceptable by RTOG criteria. Total 
MU was 10% higher in JO-IMRT. SCI increased with increasing 
amounts of observed shape complexity. Its value ranged 
between 0.8 and 5.5 for the studied PTVs. Positive 
correlations were observed for both conformity and 
homogeneity indices with increasing SCI for both JO- and 
MLC-IMRT (r > 0.94, p < 0.001), i.e., PTV dose conformity and 
homogeneity worsened as SCI increased. However, 
differences between JO- and MLC-IMRT in PTV conformity and 
homogeneity were found to be very weakly dependent on SCI 
while a stronger dependence was seen for MU efficiency. 
Conclusions: The calculated SCI was shown to be a useful 
and practical index for estimating PTV shape complexity. 
Under the above conditions and within the range of 
complexities studied here, clinically acceptable plans in 
terms of PTV dose conformity and homogeneity and organ-at-
risk dose can be obtained with JO-IMRT even for complex PTV 
shapes. However, there is a reduction in MU efficiency with 
this technique.  
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Purpose/Objective: The purpose of this work is to evaluate 
experimentally the peripheral dose outside applicators at the 
patient level, in different high-energy electron beams used in 
external-beam-radiotherapy. 
Materials and Methods: Commissioning was performed for 
6,9,12 and 18 MeV electron beams on three linear 
accelerators VARIAN 2300C/D (VARIAN applicator), Siemens 
Primus KD2 (DEVA applicator) and Siemens Oncor (applicator 
EA3). 
The peripheral dose was measured in a water phantom as a 
function of off-axis distance from 5cm to 65cm from the field 
edge for SSD=100cm. Thermoluminescent TLD-700 powder 
dosimeters were used. Measurements were made at both 1cm 
and 10cm depths, using applicator sizes from 6x6cm² to 
20x20cm2, the results assuming that the TLD signal is 
proportional to the dose. 
Results: Whatever the field size and beam energy, a peak 
dose spot appeared at 15cm from the field edge for the 
